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Introduction:  The  use  of  handheld  devices  that  assess  peripheral  arterial  tonometry  has
emerged as  an  auxiliary  method  for  assessment  and  diagnosis  of  obstructive  sleep  apnea  syn-
drome.
Objective:  To  evaluate  the  accuracy  of  peripheral  arterial  tonometry  in  the  diagnosis  of  obstruc-
tive sleep  apnea.
Methods:  Contemporary  cohort  cross-sectional  study.  Thirty  patients  with  suspected
obstructive  sleep  apnea  underwent  peripheral  arterial  tonometry  and  assisted  nocturnal
polysomnography  concomitantly.
Results:  The  mean  apnea/hypopnea  index  by  peripheral  arterial  tonometry  was  signiﬁcantly
higher than  that  by  polysomnography  (p  <  0.001),  but  the  values  of  both  sleep  studies  were
signiﬁcantly  correlated  (r  =  0.762).  There  was  a  high  correlation  between  variables:  minimum
oxygen saturation  (r  =  0.842,  p  <  0.001),  oxygen  saturation  <  90%  (r  =  0.799,  p  <  0.001),  and  mean
heart rate  (r  =  0.951,  p  <  0.001).  Sensitivity  and  speciﬁcity  were  60%  and  96.2%  (AUC:  0.727;
p =  0.113),  respectively,  when  at  a  threshold  value  of  5  events/h.  In  severe  cases  (≥30  events/h),
the result  was  a  sensitivity  of  77.8%  and  a  speciﬁcity  of  86.4%  (AUC:  0.846,  p  =  0.003).
Conclusion:  Peripheral  arterial  tonometry  is  a  useful  portable  device  for  the  diagnosis  of
obstructive  sleep  apnea;  its  accuracy  is  higher  in  moderate  and  severe  cases.
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sono
Resumo
Introduc¸ão:  A  utilizac¸ão  de  dispositivos  portáteis,  que  avaliam  a  tonometria  arterial  periférica,
surge como  método  adjuvante  para  avaliac¸ão  e  diagnóstico  da  síndrome  da  apneia  obstrutiva
do sono.
Objetivo:  Avaliar  a  acurácia  da  tonometria  arterial  periférica  no  diagnóstico  da  apneia  obstru-
tiva do  sono.
Método:  Estudo  de  coorte  contemporânea  com  corte  transversal.  Trinta  pacientes  com  sus-
peita de  apneia  obstrutiva  do  sono  foram  submetidos  a  tonometria  arterial  periférica  e  a
polissonograﬁa  noturna  assistida  simultaneamente.
Resultados:  A  média  do  índice  de  apneia/hipopneia  pela  tonometria  arterial  periférica
foi signiﬁcativamente  maior  do  que  a  da  polissonograﬁa  (p  <  0,001),  porém  os  valores  de
ambos os  estudos  do  sono  foram  signiﬁcativamente  correlacionados  (r  =  0,762).  Houve  alta
correlac¸ão entre  as  variáveis:  saturac¸ão  mínima  de  oxigênio  (r  =  0,842,  p  <  0,001),  saturac¸ão
de oxigênio  <  90%  (r  =  0,799,  p  <  0,001)  e  média  de  frequência  cardíaca  (r  =  0,951,  p  <  0,001).
A sensibilidade  e  especiﬁcidade  foram  96,2%  e  60%  (AUC:  0,727,  p  =  0,113),  respectivamente,
quando limiar  de  5  eventos/hora.  Nos  casos  graves  (≥  30  eventos/hora),  o  resultado  foi  uma
sensibilidade  de  77,8%  e  uma  especiﬁcidade  de  86,4%  (AUC:  0,846,  p  =  0,003).
Conclusão:  :  A  tonometria  arterial  periférica  é  um  dispositivo  portátil  útil  no  diagnóstico  da
apneia obstrutiva  do  sono  e  sua  acurácia  é  maior  nos  casos  moderados  e  graves.
© 2015  Associac¸ão  Brasileira  de  Otorrinolaringologia  e  Cirurgia  Cérvico-Facial.  Publicado  por




















































Whole-night  polysomnography  was  performed  in  a  hos-ntroduction
bstructive  sleep  apnea  syndrome  (OSAS)  is  a  form  of
leep-disordered  breathing  (SDB)  characterized  by  recur-
ent  episodes  of  partial  or  complete  obstruction  of  the
pper  airways  during  sleep,  which  lead  to  intermittent
ypoxemia,  transient  hypercapnia,  and  frequent  awaken-
ngs  associated  with  clinical  signs  and/or  symptoms.1 It  is
stimated  that  the  prevalence  of  OSAS  in  the  adult  pop-
lation  is  2--4%.2 A  recent  epidemiological  study  showed  a
igh  prevalence  of  OSAS  in  the  adult  population  of  São  Paulo
32.8%).3
The  most  common  signs  and  symptoms  of  OSAS  are  snor-
ng,  excessive  daytime  sleepiness,  and  breathing  pauses
uring  sleep,  in  addition  to  cardiovascular  disorders  such
s  hypertension,  ischemic  heart  disease,  stroke,  heart  fail-
re,  arrhythmias,  and  sudden  death.4 Early  diagnosis  is
aramount.  Loss  of  cognitive  functions  (such  as  concentra-
ion,  attention,  and  memory),  and  of  executive  function  are
ften  observed,  as  well  as  mood  swings,  irritability,  depres-
ion,  and  anxiety.5 Proper  diagnosis  and  correct  treatment
f  OSAS  leads  to  signiﬁcant  improvement  in  symptoms,  redu-
ing  the  risks  associated  with  this  disease.6,7
Polysomnography  (PSG)  is  considered  the  gold-standard
or  diagnosis  of  OSAS,  which  combines  the  overnight  mon-
toring  of  sleep  stages  with  a  continuous  register  of
irﬂow,  chest  and  abdominal  ventilatory  movements,  heart
ate,  oxygen  saturation,  snoring,  muscle  tone,  and  leg
ovement.3,8 The  number  of  events  (apneas  or  hypopneas)
er  sleep  hour  is  known  as  the  apnea--hypopnea  index  (AHI),




MThere  are  several  portable  devices  used  for  evaluation
nd  diagnosis  of  OSAS.  Some  of  these  devices  assess  periph-
ral  arterial  tonometry  (PAT),  a  physiological  sign  of  changes
n  the  autonomic  nervous  system  that  occur  during  sleep.  In
ddition  to  PAT,  these  handheld  monitors  assess  heart  rate,
xygen  saturation,  and  actigraphy.  An  automatic  algorithm
nalyzes  the  amplitude  of  PAT  signal  that,  in  association
ith  variations  in  heart  rate  and  oxygen  saturation,  identify
espiratory  events.  The  result  of  this  algorithm  determines
pnea/hypopnea  index  (AHI)  and  respiratory  disturbance
ndex  (RDI),  using  speciﬁc  signal  patterns.10,11
Sleep  studies  with  PSG  are  costly,  because  they  require
 full  sleep  laboratory  and  a  specialized  team.  Therefore,
lternative  diagnostic  methods  are  being  developed,  such
s  peripheral  arterial  tonometry,  enabling  its  realization  in
atient’s  own  home  in  order  to  reduce  costs  and  maintain
he  same  efﬁciency  in  the  diagnosis  of  sleep  disorders.3,10
he  mean  cost  of  these  two  diagnostic  methods  was  signi-
cantly  different  (PSG,  US$  2252.73;  SD,  US$  877.40;  PAT,
S$  895.74,  SD  US$  975.00;  p  <  0.001).12
The  aim  of  this  study  was  to  evaluate  the  accuracy  of  PAT
n  the  diagnosis  of  obstructive  sleep  apnea.
ethods
his  was  a  historical,  single-blind,  cross-sectional  cohort
tudy  conducted  at  a private  hospital  in  São  Paulo.ital  environment  concomitantly  with  peripheral  arterial
onometry  recordings  with  a  Watch-PAT-200® device  (Itamar
edical  Ltd.  --  Caesarea,  Israel)  in  patients  with  suspicion  of
f  obstructive  sleep  apnea  475
Table  1  Spearman  correlation  among  values  of  laboratory
polysomnography  (PSG  lab)  and  peripheral  arterial  tonome-
try (PAT)  parameters.




RDI  0.688  <0.001
AHI 0.762  <0.001
N1 and  N2  (light  sleep) 0.459 0.014
N3  (deep  sleep) 0.264 <0.001
REM  0.543 <0.001
Minimum  O2 saturation 0.842 <0.001
Mean  O2 saturation  0.683  <0.001
O2 saturation  >  90%  0.799  <0.001
Minimum  heart  rate  0.668  <0.001
Mean heart  rate 0.951 <0.001
RDI, breathing disturbance index; AHI, apnea/hypopnea index;















Mean heart rate NV
Mean heart rate WP
Total AHI NV
Total AHI WP
Figure  1  Spearman  correlation  among  AHI,  minimum  oxygen
saturation,  and  mean  heart  rate  of  PSG  lab  and  peripheral  arte-












































+1.96 SDAccuracy  of  peripheral  arterial  tonometry  in  the  diagnosis  o
OSAS  (symptoms  such  as  snoring,  excessive  daytime  sleepi-
ness,  and  apnea  witnessed  during  sleep  by  the  spouse).
Thirty-three  patients  were  subjected  to  monitoring  from
October  to  November  of  2013.  Of  these,  three  patients
were  excluded  for  operational  problems  in  which  there
was  no  technical  interference.  Patients  were  carefully  pre-
clinically  evaluated  to  exclude  those  with  central  or  mixed
apnea,  moderate-to-severe  lung  disease,  neuromuscular  dis-
ease,  and  congestive  heart  failure.  Parameters  of  sleep
architecture  and  respiratory  measures  were  evaluated  and
compared  through  analysis  by  polysomnography  and  with
the  use  of  a  Watch-PAT-200® device.  Test  interpretation  was
carried  out  by  two  physicians  experienced  in  sleep  medicine.
Polysomnography  procedures  were  staged  according  to
the  rules  established  in  the  American  Academy  of  Sleep
Medicine  (AASM)  manual  (2007);  apnea  is  deﬁned  as  an  air-
ﬂow  reduction  >  90%  for  at  least  90%  of  the  episode,  for  a
minimum  of  10  s,  and  measured  by  a  thermal  sensor.13 For
hypopnea,  an  ‘‘alternative’’  rule  was  used,  which  consists
in  an  airﬂow  reduction  >  50%,  accompanied  by  oxygen  desat-
uration  >  3%  and/or  awakening,1 which  is  best  observed  by
nasal  cannula.
Watch-PAT® consists  of  a  device  placed  on  the  wrist  of  the
patient’s  non-dominant  hand,  connected  to  a  probe  applied
on  the  ipsilateral  index  ﬁnger.  The  device  has  a  snore  and
position  sensor  ﬁxed  with  adhesive  on  the  chest  and  sternal
notch,  as  well  as  an  oximeter  placed  on  the  ring  ﬁnger  also
of  the  patient’s  non-dominant  hand.  The  device’s  speciﬁc
software  (zzzPat®)  reads  the  exam.  The  zzzPAT® algorithm
is  based  on  14  features  from  two  series  of  PAT  amplitude
and  from  inter-pulse  periods  (IPP).  In  association  with  actig-
raphy,  these  data  allow  staging  of  patient’s  sleep  into  the
following  stages:  wakefulness,  light  sleep,  deep  sleep,  and
rapid  eye  movement  (REM)  sleep.
In  statistical  analysis,  means  and  standard  deviations
for  continuous  variables  from  assisted  nocturnal  PSG  and
Watch-PAT® were  described  using  Spearman  correlation  and
Bland--Altman  plots.  The  accuracy  was  analyzed  using  ROC
curves.  The  statistical  program  used  was  SPSS  v.18.  The  p-
value  was  considered  signiﬁcant  when  <  0.05.  This  study  was
approved  by  the  Ethics  in  Research  Committee  of  this  insti-
tution,  under  No.  437912.
Results
A  total  of  30  adult  patients  with  suspected  OSAS,  20  (66.7%)
male  and  10  (33.3%)  female  subjects  with  mean  age  of
42.8  ±  12.32  years  (range  24--71  years)  were  evaluated.
A  high  correlation  among  values  of  the  following  varia-
bles  from  assisted  nocturnal  PSG  and  peripheral  arterial
tonometry  was  found:  AHI  (r  =  0.762,  p  <  0.0001),  min-
imum  oxygen  saturation  (r  =  0.842,  p  <  0.0001),  oxygen
saturation  <  90%  (r  =  0.799,  p  <  0.001),  and  mean  heart  rate
(r  =  0.951,  p  <  0.0001)  (Table  1  and  Fig.  1).  With  the  use
of  Bland--Altman  plots  for  AHI  obtained  from  PAT  (WP)  vs.
AHI  from  PSG,  a  good  agreement  between  AHI  values  was
observed  (Fig.  2).Different  cutoff  values  for  AHI  were  established  in  order
to  evaluate  sensitivity  and  speciﬁcity  rates  of  peripheral
arterial  tonometry  tests.  For  AHI  ≥  5  events/h,  the  sensitiv-
ity  was  96.2%  and  the  speciﬁcity,  60%  (AUC  0.727,  p  =  0.113)
Figure  2  Bland--Altman  plot  of  difference  between  AHI
from  PSG  and  AHI  from  PAT  (WP)  with  respect  to  laboratory
polysomnography  (total  AHI  from  PSG  lab).










































































































aigure  4  ROC  curve  with  cutoff  score  of  AHI  ≥  15  events/h
AUC:  0.805).
Fig.  3).  For  AHI  ≥  10  events/h,  the  sensitivity  was  70%  and
he  speciﬁcity  73.7%  (AUC  0.761,  p  =  0.018).  For  AHI  ≥  15
vents/h,  the  sensitivity  was  82.4%  and  the  speciﬁcity  78.6%
AUC  0.805,  0.004)  (Fig.  4).  For  AHI  ≥  20  events/h,  the  sen-
itivity  was  84.6%  and  the  speciﬁcity  83.3%  (AUC  0.861,
 =  0.001)  (Fig.  5).  For  AHI  ≥  30  events/h,  the  sensitivity  was
7.8%  and  the  speciﬁcity  86.4%  (AUC  0.846,  p  =  0.003).  It
orth  noting  that  accuracy  of  PAT  is  higher  when  the  value
f  AHI  is  greater  than  20  events/h  compared  to  lower  cutoff
cores.
iscussion
he  method  used  to  assess  peripheral  arterial  tonometry
istinguishes  REM  sleep  from  NREM  sleep.  In  REM  sleep,
here  is  an  attenuation  of  PAT  signal  amplitude  in  relation
o  NREM  sleep.14 As  in  deep  sleep,  PAT  signal  variability  is
ower  than  in  REM  sleep;  and  superﬁcial  sleep  has  greater
ariability  than  in  REM,  and  the  recording  may  also  distin-
uish  between  deep  NREM  sleep  vs.  superﬁcial  NREM  sleep.15
edner  et  al.  showed  that  PAT  signal  is  useful  to  distinguish




Oigure  5  ROC  curve  with  cutoff  score  of  AHI  ≥  20  events/h
AUC: 0.861).
eep  sleep,  and  REM  stages.  There  was  statistical  signiﬁ-
ance  between  N3  and  REM  sleep  in  this  study.16 Sleep  time
s  critical  to  determine  true  DRI.  Arterial  tonometry  detects
he  state  of  sleep/wakefulness  and  REM  sleep  stage  through
he  ‘‘total  sleep  time’’;  this  provides  an  accurate  estimate
f  sleep  architecture.  The  detection  of  automatic  sleep  time
y  this  diagnostic  method  is  determined  from  total  recording
ime  --  (waking  time  +  invalid  sign  times).  Several  valida-
ion  studies  of  PAT  as  a  diagnostic  method  of  OSAS  have
een  published.  Schnall  et  al.  reported  a  high  correlation
etween  AHI  values  in  laboratory  polysomnography  and  PAT
r  =  0.92,  p  <  0.0001).17 Several  other  authors  also  found  high
orrelation  between  AHI  values  from  PAT  and  laboratorial
olysomnography.5,8--11,14--16 Pang  et  al.  found  a  good  correla-
ion  between  AHI  (r  =  0.9288,  p  <  0.0001)  and  minimal  oxygen
aturation  (r  =  0.9891,  p  <  0.0001),  and  between  PSG  and
he  portable  monitor  that  evaluates  PAT18;  O’Donnell  et  al.
xperimentally  induced  an  obstruction  of  upper  airways
nd  concluded  that  the  airﬂow  obstruction  characteristic  of
SAS  patients  results  in  attenuation  of  the  PAT  signal.19
The  major  difference  between  this  portable  monitor  and
ther  existing  devices  is  that  the  identiﬁcation  of  respira-
ory  events,  such  as  hypopnea  and  apnea,  is  performed  by
eans  of  changes  in  peripheral  arterial  tone  signal,  without
he  need  for  conventional  measures  of  airﬂow  and  respira-
ory  effort.8--11 However,  peripheral  arterial  tonometry  does
ot  distinguish  between  apneas  and  hypopneas.  Choi  et  al.
ound  high  correlation  with  the  severity  of  AHI  (Kendall  tau  --
 = 0.897,  p  <  0.001)  and  PSG.5 While  the  severity  of  OSAS  is
eﬁned  as  the  sum  of  the  two  events  in  relation  to  total  sleep
ime,  this  non-distinction  is  hardly  relevant,  since  apneas
nd  hypopneas  lead  to  similar  clinical  consequences.
In  the  present  study,  good  correlation  was  found
etween  AHI  values,  minimum  oxygen  saturation,  and  mean
eart  rate,  when  comparing  the  parameters  of  laboratory
olysomnography  and  peripheral  arterial  tonometry.  A  good
greement  was  found  between  AHI  values  of  the  two  record-
ngs.  The  sensitivity  and  speciﬁcity  of  AHI  values  obtained
y  PAT  were  higher  when  AHI  was  greater  than  20  events/h.
hen  comparing  patients  with  mild  and  moderate  to  severe
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and  speciﬁcity  of  88.2  and  80.0%,  respectively.  There  was
a  high  correlation  between  PSG  and  PAT  with  respect  to
AHI,  respiratory  disturbance  index,  and  oxygen  desaturation
index.20
The  device  for  peripheral  arterial  tonometry  evaluation
tended  to  overestimate  AHI  values  in  mild  cases  of  OSAS
(Figs.  3  and  4).  In  the  present  study,  there  was  a  higher
sensitivity  to  resaturation  rate.  Sometimes,  the  decrease  in
saturation  level  is  quite  slow  and  almost  imperceptible  --
which  could  justify  the  presence  of  RERAs,  especially  if  a
resaturation  occurs  at  the  end  of  algorithm’s  measurement.
It  is  also  possible  that  PAT  and  heart  rate  response  values
of  a  patient  with  severe  OSAS  are  different  than  those  val-
ues  of  a  patient  with  mild  OSAS  during  an  apnea  episode.
Furthermore,  it  can  be  observed  that  the  resaturation  rate
can  vary  signiﬁcantly  in  the  same  patient  during  different
time  segments.21 This  fact  does  not  diminish  the  portable
device  usefulness,  as  clinical  data  associated  with  a  prior
screening  procedure  result  in  high  sensitivity  in  the  diagno-
sis  of  OSAS,  obviating  the  exclusion  of  potential  patients.
It  can  be  inferred  that  the  accuracy  of  this  portable  mon-
itor  is  better  for  patients  with  high  probability  of  having
moderate  or  severe  OSAS.  However,  in  the  case  of  patients
under  suspicion  of  a  different  sleep  disorder  than  DRS,  lab-
oratory  polysomnography  must  be  indicated  as  a  diagnostic
method.22,23
According  to  a  recent  meta-analysis  published  by  Yala-
manchali  et  al.,  a  high  correlation  of  RDI  and  AHI  (r  =  0.889
[95%  CI,  0.862--0.911],  p  <  0.001)  was  demonstrated.  Studies
comparing  RDI  between  PAT  and  PSG  had  a  combined  correla-
tion  of  0.879  (95%  CI,  0.849--0.904,  p  <  0.001),  while  in  those
comparing  AHI,  this  correlation  was  0.893  (0.857--0.920,
p  <  0.001).  On  the  other  hand,  in  those  studies  that  com-
pared  the  oxygen  desaturation  index  (ODI),  a  correlation
of  0.942  (0.894--0.969,  p  <  0.001)  was  found.24 An  study  on
children  showed  that  PAT  sign  was  signiﬁcantly  higher  in
those  subjects  with  OSAS  compared  with  controls,  indicating
increased  sympathetic  tone  during  wakefulness.25 Arterial
stiffness  also  correlated  with  sleep  disorders  (arousal  index)
and  mean  O2 saturation;  this  variable  better  reﬂects  the
cardiovascular  impact  of  OSAS  vs.  AHI  in  conventional  PSG.
Increased  arterial  stiffness  (AS)  is  widely  recognized  as  a
determinant  factor  of  cardiovascular  risk  and  has  also  been
linked  to  OSAS.26
There  are  some  limitations  to  this  study.  The  evaluation
of  arterial  tonometry  was  performed  in  a  sleep  laboratory,
and  not  in  the  patient’s  home.  The  use  of  this  portable
device  is  suitable  for  home  monitoring;  thus,  further  studies
should  be  conducted  in  order  to  evaluate  the  reproducibil-
ity  of  these  results  outside  the  sleep  laboratory.  However,
a  scheme  of  carrying  out  both  tests  simultaneously  would
exclude  the  possible  variation  of  results  that  could  occur
from  one  night  to  the  next.  Another  limitation  is  the  small
sample,  and  there  was  no  control  group  without  signs  and
symptoms  of  obstructive  sleep  apnea.  More  studies  should
be  conducted  with  a  larger  number  of  individuals.Conclusion
Respiratory  parameters  derived  from  arterial  tonometry
showed  a  good  correlation  and  accuracy  when  compared
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ith  polysomnography;  and  AHI  >  20/h  showed  better  sen-
itivity  and  speciﬁcity.  Peripheral  arterial  tonometry  is  a
ery  valuable  option  for  the  diagnosis  of  OSAS,  especially
n  cases  of  patients  with  high  probability  of  moderate  or
evere  OSAS.  Because  this  is  an  easy-to-use  portable  device,
he  results  are  readily  provided  and  interpreted;  thus,  this
ould  serve  as  an  option  to  optimize  the  identiﬁcation  of
atients  with  suspected  OSAS.  In  this  manner,  its  use  would
llow  a  more  prompt  treatment  of  this  disease.
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